Prototyping (iterative loops of design-build-test) is a proven method of efficiently developing new products. Developing products not only quickly, but that are also fit for purpose, implies engaging the end users and iterating the technology at hand. However, there is currently little research on how engineering design can approach developing connected devices. The purpose of this paper is to distinguish and discuss design approaches that are suitable for connected devices. Internet of Things devices consist of both the physical products themselves and the data that is coming out of the products, which we define as the external and internal data, respectively. They both can be prototyped separately, but since the data acquired can influence the design of the device and vice versa, we propose to link these two together in the product development process. This issue becomes more apparent when designing networks of sensors, e.g., for complex artificial intelligence (AI) databases. We explain the principle by describing the development of 1Balance through six different prototypes for human balance measurement. Technologically quantifying balance is an underused approach for objectively evaluating the state of a human's performance. The authors have developed a mobile application for monitoring balance as a physiological signal (amount of sway) via a compact wireless inertial measurement unit (IMU) sensor strapped to the body of the subject for the duration of the measurement. We describe the design process for developing this connected medical device, as well as how the acquired data was used to improve the design of the product. In conclusion, we propose conceptually connecting the external and internal data prototyping loops.
Introduction
Designing with data in mind is one of the main challenges in our present and future society. More and more companies are acknowledging that their main assets are data, and at the same time an increasing amount of data is created, with Internet of Things products soon to exceed all other data sources. This is a fascinating opportunity for engineering design and the early part of product development-the fuzzy front-end concept creation phase-where the requirements of the product are not yet fixed [1, 2] . The definition of the term "Internet of Things" (IoT) has also developed during its existence. We are increasingly seeing the IoT as an extension to the existing Internet that allows us to use different sensors as a source for more complicated inference [3] . While books and research on how to design for data-driven products are available, a gap lies in what methodologies to use and how they are different from traditional products when creating new concepts of these
Materials and Methods
This section will elaborate on the design-build-test loop iterative design methodology by going through a real world development project of our connected medical device, and conclude with lessons learned on the way from the initial idea to a pilot application. Our research methodologies were built on theory from case studies treating each of the prototypes as a case of its own [16] and participatory Technologies 2018, 6, 53 3 of 13 action research, which is an extension of action research, that means that the researchers act both as the key team members in the project as well as the researchers of the same case. This allows the researchers to see the process in much more detail in terms of the problems and the solutions at hand. The method aims to benefit practitioners by extracting scientific findings from university and industry collaboration [17] . The case was examined by reflecting on the work done during the development period. We chose the topic because there is currently very little research on how engineering design can approach developing these new connected devices, which is in itself a very multidisciplinary field. Knowledge of mechanics, electronics, firmware, software, connectivity, cloud solutions, information design, business models, and data science, at the very least, is required to create systems of connected devices. Depending on the core field of the measured phenomena, even more disciplines are present during the development process, in our case involving medical personnel during the whole development period.
Wayfaring with the Data
The methodology of iterative prototyping loops, called Wayfaring, is a way to approach complex and unknown problems in engineering design [18] . Development starts with a vision of the required solution, and cannot be solved simply by asking various subject matter experts what the best solutions are for a particular problem. This is because solutions for these kinds of problems often require using unproven or unknown concepts for their developers. Inside a single domain, the problems can be relatively straightforward to resolve, but it is the multidisciplinary nature of the projects that make them interdependent on each other. While the most effective way to communicate would be for everyone to know everything about the project at the same time, this is difficult to achieve in practice, since the understanding of one knowledge domain might differ a great deal within the product development team. For this reason, creating prototypes in different domains and integrating them creates new information for each team member. Wayfaring with the data means creating prototypes that yield different kinds of results or insights that will act as a feedback for all of the other designers of the system. We applied the prototyping loop to the internal data throughout the whole process.
Arduino Prototype
The design journey started with a very simple wireless Arduino-based prototype that was constructed from different modular parts readily available for anyone to purchase through webstores. The resolution of the prototype can be seen in Figure 1 . While the external appearance of the prototype was rough, it was still adequate to produce the data for the confirmation of the underlying principle behind balance measuring. The hardware elements of the system were: The purpose of this prototype was to ascertain that this kind of solution was possible to build from existing and commercially available components. Since it was only a proof-of-concept prototype, it was important that the cost and time that were used for the prototype were well managed. We were able to re-use a lot of the open source code around the sensor, and thus speed up the development time. Also, the sensor fusion of the accelerometer, gyroscope, and magnetometer was calculated by the BNO055 absolute orientation sensor, and thus provided accurate angular data for our use without needing any low-level firmware programming. The wireless sensor was integrated with a program created in Processing that translated the Euler-angles to XY-plane coordinates and provided the user interface. This prototype taught us how the bandwidth of the Bluetooth connection was able to handle real-time positioning of a knee in 3D space, and provided a pleasant enough user experience. The sample rate of the prototype was around 10 Hz. The data was mainly used to visualize the projected route of the knee to a two-dimensional (2D) plane and to move a 3D model of a leg accordingly, but also calculated some of the key figures that would be needed in the future prototypes, as shown in Figure 1 . The data was cross-validated against a force plate without scientific control, but allowed the developers to visually estimate that the developed system gives very similar results. This also acted as a benchmark for future systems, indicating that the principle of sensor fusion of the accelerometer, gyroscope, and magnetometer works, and thus can be used if similarly functioning commercially available hardware is found. The purpose of this prototype was to ascertain that this kind of solution was possible to build from existing and commercially available components. Since it was only a proof-of-concept prototype, it was important that the cost and time that were used for the prototype were well managed. We were able to re-use a lot of the open source code around the sensor, and thus speed up the development time. Also, the sensor fusion of the accelerometer, gyroscope, and magnetometer was calculated by the BNO055 absolute orientation sensor, and thus provided accurate angular data for our use without needing any low-level firmware programming. The wireless sensor was integrated with a program created in Processing that translated the Euler-angles to XY-plane coordinates and provided the user interface. This prototype taught us how the bandwidth of the Bluetooth connection was able to handle real-time positioning of a knee in 3D space, and provided a pleasant enough user experience. The sample rate of the prototype was around 10 Hz. The data was mainly used to visualize the projected route of the knee to a two-dimensional (2D) plane and to move a 3D model of a leg accordingly, but also calculated some of the key figures that would be needed in the future prototypes, as shown in Figure 1 . The data was cross-validated against a force plate without scientific control, but allowed the developers to visually estimate that the developed system gives very similar results. This also acted as a benchmark for future systems, indicating that the principle of sensor fusion of the accelerometer, gyroscope, and magnetometer works, and thus can be used if similarly functioning commercially available hardware is found.
Lunge Prototype

For the next-generation prototype, the most important thing was to find a suitable hardware supplier that would be a long-term partner, providing cost-efficient, high-quality sensors. Fortunately, Amer Sports had just started their beta program, developing a programmable inertial measurement unit (IMU) sensor based on well-established Suunto hardware (one of their other subsidiaries), so that the authors took the opportunity to be one of the first to develop software for this new sensor platform [19, 20] . The next step was to validate whether the hardware would be suitable for our purposes. We decided to assess this by creating a new prototype that could measure the stability of a lunge exercise. The lunge is one of the most demanding exercises regarding dynamic balance, and thus was picked as the representative subject for the demonstration model. So, we reasoned, if this could be done, then all of the technically less demanding measurements would be doable as well. This was also the first time we made use of the Movesense sensor platform, which offered a mobile library and an example app to subscribe and operate different sensors on the platform [21] . Here, the first tests with the raw data were stored to a local file and analyzed using the MATLAB program. The main purpose of this testing was to be able to reliably distinguish whether the person wearing the sensor was lunging on a soft or hard surface. Again, an iterative process with small step prototypes was used as the methodology to realize the vision. The physical sensors were connected to a knee, as shown in Figure 2a and the simple interface in Figure 2b . From the data collected, we learned that an accelerometer alone was not enough to track the position of the knee, since the horizontal visualization of the position of the knee in the user interface revealed the level of precision. The double integration of the location would also square the error and thus rapidly cause the system to drift [22] . This needed to be tackled in the following prototypes. For the next-generation prototype, the most important thing was to find a suitable hardware supplier that would be a long-term partner, providing cost-efficient, high-quality sensors. Fortunately, Amer Sports had just started their beta program, developing a programmable inertial measurement unit (IMU) sensor based on well-established Suunto hardware (one of their other subsidiaries), so that the authors took the opportunity to be one of the first to develop software for this new sensor platform [19, 20] . The next step was to validate whether the hardware would be suitable for our purposes. We decided to assess this by creating a new prototype that could measure the stability of a lunge exercise. The lunge is one of the most demanding exercises regarding dynamic balance, and thus was picked as the representative subject for the demonstration model. So, we reasoned, if this could be done, then all of the technically less demanding measurements would be doable as well. This was also the first time we made use of the Movesense sensor platform, which offered a mobile library and an example app to subscribe and operate different sensors on the platform [21] . Here, the first tests with the raw data were stored to a local file and analyzed using the MATLAB program. The main purpose of this testing was to be able to reliably distinguish whether the person wearing the sensor was lunging on a soft or hard surface. Again, an iterative process with small step prototypes was used as the methodology to realize the vision. The physical sensors were connected to a knee, as shown in Figure 2a and the simple interface in Figure 2b . From the data collected, we learned that an accelerometer alone was not enough to track the position of the knee, since the horizontal visualization of the position of the knee in the user interface revealed the level of precision. The double integration of the location would also square the error and thus rapidly cause the system to drift [22] . This needed to be tackled in the following prototypes. 
Data Collection Prototype
The main purpose of this prototype was to test and evaluate the hardware and software integration created for this research. Also, it tested the application with the cloud storage and the complete connectivity pipeline. From now on, every time that there was a chance to record the data on a force plate, we collected the data produced by the accelerometer and gyroscope. With this approach, we would gradually create a cross-validation dataset for the technological approach of the product. This was also the time when the point where the sensor was attached to the body was changed from the leg to the chest, with the assumption that the sway would be visible both in the lower parts of the body as well as in the upper body. The new position is shown in Figure 3 .
For control purposes, we used one of the standard balance tests. Balance control was measured using both a portable computerized platform (standard strain gauge force plate connected to laptop via USB, model Balance trainer BT4) at the same time as our prototype. In these tests, Romberg test stance conditions were used on both hard surface and soft foam (40 cm × 40 cm × 4 cm). The participants stood still on the platform for 30 s in each of the four conditions with a closed stance: 
For control purposes, we used one of the standard balance tests. Balance control was measured using both a portable computerized platform (standard strain gauge force plate connected to laptop via USB, model Balance trainer BT4) at the same time as our prototype. In these tests, Romberg test stance conditions were used on both hard surface and soft foam (40 cm × 40 cm × 4 cm). The participants stood still on the platform for 30 s in each of the four conditions with a closed stance: (i) eyes open on hard surface; (ii) eyes closed on hard surface; (iii) eyes open on soft foam, and (iv) eyes closed on soft foam. Arms were held at the sides of the body. In each of the balance conditions, the platform measured the center of pressure via the force plate, revealing body sway, while the attached sensor calculated its attitude and drew an imaginary line, the end of which is tracked as the amount of sway. Examined parameters for sway were: length (mm), area (mm 2 ), and standard deviation of velocity (VelocitySD, mm/s). A relative balance change Romberg quotient (RQ) was assessed by calculating the ratio between comparable eyes open and eyes closed parameters (eyes closed divided by eyes open) on a hard surface (RQ1) and soft foam (RQ2). The Romberg quotients were computed for length, area, and VelocitySD.
In testing this prototype, several programming failures were found in the beta firmware. Thus, trying out several different applications and informing the manufacturer also sped up the overall system development. The aim was to start collecting data as a base for machine learning purposes, and it transpired that the data model needed to be prototyped as well. As we shared our thoughts with the medical part of our development team, we were taking steps to ascertain what possible value there was in this approach. For example, it would be valuable to get different reference values for how much different activity levels have an effect on the amount of sway. It also raised some questions: should we collect a subjective estimate of the balance of each subject that was measured in order to be able to classify their balance similarly to how physician does during an appointment? Or should we use regression to automatically determine the "good" and "bad" balance based only on the sway amount and meta information? We tested the device quite extensively, and produced a dataset of 80 healthy individuals who train in some competitive sport. In testing this prototype, several programming failures were found in the beta firmware. Thus, trying out several different applications and informing the manufacturer also sped up the overall system development. The aim was to start collecting data as a base for machine learning purposes, and it transpired that the data model needed to be prototyped as well. As we shared our thoughts with the medical part of our development team, we were taking steps to ascertain what possible value there was in this approach. For example, it would be valuable to get different reference values for how much different activity levels have an effect on the amount of sway. It also raised some questions: should we collect a subjective estimate of the balance of each subject that was measured in order to be able to classify their balance similarly to how physician does during an appointment? Or should we use regression to automatically determine the "good" and "bad" balance based only on the sway amount and meta information? We tested the device quite extensively, and produced a dataset of 80 healthy individuals who train in some competitive sport. 
The Game Prototype
The game prototype was an opportunistic side step created for an event based on the demand for the device in the partner network. This prototype was required to create something engaging for a crowd of people, based on the same technology. The prototype was turned into a balance game where the person with the least sway would win after a session of measurements. During this event, we were able to trial how the application and the physical setup worked with hundreds of people, one after another. By showing the data of sway for the users, it became obvious that it can be used as a very engaging way of measuring and training balance. The data presented in the interface of the app is depicted in Figure 4 . Also, a dashboard of results was created in order to compete in real time. The tandem stance, i.e., standing one foot after another, was chosen for the test position in order to create significant differences between different subjects, yet still remaining suitable for any kind of audience in terms of age or body control. 
CES Demo Prototype
All of the prototypes described above focus on testing functions of the end product. The CES demo prototype is a so-called alpha prototype, which is one step closer to the end product, in this case by having a specially designed user interface for the Android tablet. The name of the prototype came from an event called the CES (Consumer Electronics Show) [23] , where the demo was presented alongside the hardware manufacturer. The target was to have first use and usability tests of the end product, in order to get feedback. Tests were completed by the authors to see how different parts of the user interface worked in action while showing the demo at the CES. Therefore, this prototype didn't have a back end to connect to, and did not save the data on the device or in the cloud. The CES prototype also tested how the complete integration of the sensor, tablet, application, and algorithms worked.
The application calculated the path length of the sway of the subject, the standard deviation of the sway velocity and the sway area, and the Romberg's quotients of the aforementioned attributes of two sequential measurements. The CES demo prototype's hardware, software, and data elements were: 
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Dominant foot
The 1Balance Android application was built on top of Suunto's Movesense sample application. The sensory integration filter designed by Madgwick was used for getting the orientation and thus the 2D coordinates from the raw values of the IMU [24]. This prototype was already able to demonstrate its usefulness to an audience, as it enabled us to calculate the RQ value of any given two stances measured in a row. The scientific validation of the application was left for the future studies to judge.
Pilot Prototype
The basic idea of the pilot prototype, also known as the beta prototype, is to test the designed functionalities of the final production version. This includes testing or piloting the product with end users. Therefore, the design, use, and usability of the application should be close to the end product. Due to this, the user experience design and production of the pilot prototype's user interface was outsourced. Data from the pilots were saved both locally into the tablet and uploaded to the cloud. The back end communication was only one-directional, since the feedback was not a crucial function of the pilot prototype. The pilot prototype's hardware, software, and data elements were: .6. CES Demo Prototype All of the prototypes described above focus on testing functions of the end product. The CES emo prototype is a so-called alpha prototype, which is one step closer to the end product, in this ase by having a specially designed user interface for the Android tablet. The name of the prototype ame from an event called the CES (Consumer Electronics Show) [23] , where the demo was presented longside the hardware manufacturer. The target was to have first use and usability tests of the end roduct, in order to get feedback. Tests were completed by the authors to see how different parts of he user interface worked in action while showing the demo at the CES. Therefore, this prototype idn't have a back end to connect to, and did not save the data on the device or in the cloud. The CES rototype also tested how the complete integration of the sensor, tablet, application, and algorithms orked.
Hardware: o Raw data:
Romberg's quotients of the aforementioned attributes .6. CES Demo Prototype All of the prototypes described above focus on testing functions of the end product. The CES emo prototype is a so-called alpha prototype, which is one step closer to the end product, in this ase by having a specially designed user interface for the Android tablet. The name of the prototype ame from an event called the CES (Consumer Electronics Show) [23] , where the demo was presented longside the hardware manufacturer. The target was to have first use and usability tests of the end roduct, in order to get feedback. Tests were completed by the authors to see how different parts of he user interface worked in action while showing the demo at the CES. Therefore, this prototype idn't have a back end to connect to, and did not save the data on the device or in the cloud. The CES rototype also tested how the complete integration of the sensor, tablet, application, and algorithms orked.
Romberg's quotients of the aforementioned attributes 
CES Demo Prototype
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
Consent for system to store the personal information Since the intended use of the device is ultimately medical, we had some regulations to follow, as well as the European Union's new General Data Protection Regulation (GDPR), which had an effect on our design [25], namely: how to ask and store consents on the system, and how to incorporate a flexible approach that allows users to be forgotten, receive their data in machinereadable form, or share it with the party that they want. These were all factors that needed to be addressed and exist in the system by design. Figure 5 shows how the internal data travels from the sensor to the cloud storage service created for the application. The pilot prototype enables the team to create new studies that serve the overall goal of figuring out the balance as a factor of human performance.
Results
The developments project started without knowledge of what would be the end product, but a vision of how a balance could be quantified with one wearable sensor. In an iterative process, it is much easier to see in hindsight how the questions developed from one prototype to another. In Figure  6 , the oversight is given, and each box is elaborated below. Since the intended use of the device is ultimately medical, we had some regulations to follow, as well as the European Union's new General Data Protection Regulation (GDPR), which had an effect on our design [25], namely: how to ask and store consents on the system, and how to incorporate a flexible approach that allows users to be forgotten, receive their data in machine-readable form, or share it with the party that they want. These were all factors that needed to be addressed and exist in the system by design. Figure 5 shows how the internal data travels from the sensor to the cloud storage service created for the application. The pilot prototype enables the team to create new studies that serve the overall goal of figuring out the balance as a factor of human performance.
The developments project started without knowledge of what would be the end product, but a vision of how a balance could be quantified with one wearable sensor. In an iterative process, it is much easier to see in hindsight how the questions developed from one prototype to another. In Figure 6 , the oversight is given, and each box is elaborated below.
Our results were captured during the process from the data perspective. The first proof-of-concept prototype (the Arduino prototype) yielded a confirmation that the basic principle of collecting angular data from a wireless IMU sensor works as an indicator of human balance. Further investigations would be focused on which of the ways to describe the balance would make most sense, and also how to make this method so easy and cost-effective that it would lead to large numbers of users and measurements. The second prototype (the Lunge prototype) collected and visualized data from a lunge exercise, and confirmed that a newly designed hardware/firmware would work for us. Also, we learned how unprecise the accelerometer-only data was with a low sampling rate, due to the well-known double integration error involving the noise of the sensor. The visualization of the internal data confirmed the error. The third prototype was the data collection prototype, and its purpose was to show that the system could be cross-validated against an existing solution of a different principle. We also began to iterate over the algorithm that would fuse the sensor values, and hypothesized ways that the data would be ideal to collect for the planned machine learning purposes. The fourth prototype (the game prototype) gave a lot of insight as to whether this approach would easily measure large quantities of people. In data terms, the game prototype underlined the importance of an easy interpretation of the data. Even if it is not that descriptive of the physical phenomena, it is easier as an end user to understand, for example, the concept of lowering a score from a number 10 to a number 8, rather than lowering the standard deviation of your sway. As the end result achieved the desired effect, this justified the simplification of the data output. The fifth prototype (the CES Demo prototype) was made to integrate everything learned from the process into one prototype, and show it to potential users and get ideas and feedback about the concept. The CES Demo prototype enabled us to receive feedback about the user interface, such as what was difficult or whether the application logic was understandable, but also whether we were on the right track with the data gathering. One concrete example was that when the RQs were calculated, there was a pre-assumption embedded in the application logic, so that the first measurement of the two-part measurement session was always worse in terms of amount of sway. This is not always true, especially when comparing the balance between two legs of the same person without knowing which of them has better control. On this note, the design was changed to accept measurements with an arbitrary order, visualizing the results consistently and pointing out the order of the measurements. In addition, this event gave us user insights and hinted toward our customers that they needed to use multiple devices for simultaneous testing. The sixth and last prototype before production (the Pilot prototype) was designed to make one fully functioning version that would act as a real research tool and give feedback from complete test projects where this system is used as the tool for measuring balance. Since the intended use of the device is ultimately medical, we had some regulations to follow, as well as the European Union's new General Data Protection Regulation (GDPR), which had an effect on our design [25], namely: how to ask and store consents on the system, and how to incorporate a flexible approach that allows users to be forgotten, receive their data in machinereadable form, or share it with the party that they want. These were all factors that needed to be addressed and exist in the system by design. Figure 5 shows how the internal data travels from the sensor to the cloud storage service created for the application. The pilot prototype enables the team to create new studies that serve the overall goal of figuring out the balance as a factor of human performance.
The developments project started without knowledge of what would be the end product, but a vision of how a balance could be quantified with one wearable sensor. In an iterative process, it is much easier to see in hindsight how the questions developed from one prototype to another. In Figure  6 , the oversight is given, and each box is elaborated below. Our results were captured during the process from the data perspective. The first proof-ofconcept prototype (the Arduino prototype) yielded a confirmation that the basic principle of collecting angular data from a wireless IMU sensor works as an indicator of human balance. Further investigations would be focused on which of the ways to describe the balance would make most sense, and also how to make this method so easy and cost-effective that it would lead to large numbers of users and measurements. The second prototype (the Lunge prototype) collected and 
Discussion
This case of developing the connected medical device described will help scholars discuss what the special requirements are for future approaches when developing connected devices. Development projects of connected devices are naturally multidisciplinary, since the knowledge required for making the whole pipeline of data from a sensor to actionable insights goes across subject domains. Generally, there is some kind of phenomena on the subject of measurement and interpretation in connected devices, which is in this case the medical field and balance. We argue that communicating between disciplines is a demanding task that can be eased through prototyping and showing the abstract thinking in concrete prototypes that manifest the idea and the value, albeit not always the looks. The contribution to the theory based on this case is that the internal data produced by the devices should be prototyped very early on as well, as the intended value from the data has an effect on the design of the device, i.e., external data. Also by doing so, it enables the development team to ideate on possible different outcomes that could be achieved with the same or a similar hardware setup. This is the process that is abstracted in Figure 7 . In the case of the 1Balance device, we showed six different examples of using data during the development that could be tested if they were utilized in similar projects:

To confirm that the technical principle is true in context.
To confirm that the hardware and software work together, producing data as intended 
To collect data in quantities and test connectivity 
To test the physical functionality of the device and visualize the data 
To create a test setup for prototyping the pipeline from sensor values to insights 
To make a research tool for collecting data for statistical analysis and machine learning purposes These examples were brought forward in order to underline the importance of internal data as the value of the system. The reason for people to use the system is the actionable insights that it will provide. At the beginning of the development project, there is probably an idea or vision of what the product should provide, but after creating the first data and sharing this with the development team, the original idea might change, or is at least refined. The difference here is to conceptually take the data into the iteration loops and use it to act as feedback and inspiration to the system design. The same applies to the development of the usage of a system. Many might understand what value this product gives to the end user without a deeper understanding of how it is technically achieved. This also enables the non-technical part of the development team to comment on what is designed before the development goes further. For the same reason, a prototype system should be created in order to get similar data to that which is intended in the actual product. This also prevents overworking some details that might not end up as originally imagined. We continually learned something additional to the answers for our original questions with each prototype, which reinforces the benefits of the approach. In our case, the Arduino prototype acted as an example of the importance of showing the data early on. After creating the Arduino prototype, the whole development team was on the same page regarding what was possible and how it should be done. In the physical context where there are medical devices attached to a body, the data is wirelessly transferred to a tablet, and then further to a cloud in order to enrich the information gathered; then, it is finally presented on the interface. As a result, there are many points that can go wrong; thus, testing should begin as early as possible. These complex situations are almost impossible to imagine perfectly without testing, and that is why we argue for this approach for connected devices, as we have seen in the development of 1Balance. In the case of the 1Balance device, we showed six different examples of using data during the development that could be tested if they were utilized in similar projects:
•
To confirm that the hardware and software work together, producing data as intended •
To collect data in quantities and test connectivity • To test the physical functionality of the device and visualize the data • To create a test setup for prototyping the pipeline from sensor values to insights • To make a research tool for collecting data for statistical analysis and machine learning purposes These examples were brought forward in order to underline the importance of internal data as the value of the system. The reason for people to use the system is the actionable insights that it will provide. At the beginning of the development project, there is probably an idea or vision of what the product should provide, but after creating the first data and sharing this with the development team, the original idea might change, or is at least refined. The difference here is to conceptually take the data into the iteration loops and use it to act as feedback and inspiration to the system design. The same applies to the development of the usage of a system. Many might understand what value this product gives to the end user without a deeper understanding of how it is technically achieved. This also enables the non-technical part of the development team to comment on what is designed before the development goes further. For the same reason, a prototype system should be created in order to get similar data to that which is intended in the actual product. This also prevents overworking some details that might not end up as originally imagined. We continually learned something additional to the answers for our original questions with each prototype, which reinforces the benefits of the approach. In our case, the Arduino prototype acted as an example of the importance of showing the data early on. After creating the Arduino prototype, the whole development team was on the same page regarding what was possible and how it should be done. In the physical context where there are medical devices attached to a body, the data is wirelessly transferred to a tablet, and then further to a cloud in order to enrich the information gathered; then, it is finally presented on the interface. As a result, there are many points that can go wrong; thus, testing should begin as early as possible. These complex situations are almost impossible to imagine perfectly without testing, and that is why we argue for this approach for connected devices, as we have seen in the development of 1Balance. 
